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Pulse Oximetry - Summary Comparison Report

Test 1 Test 2 Test 3 Test 4 Change

 Reading ID

 Session ID

 Upload Date

Device Respironics 920M 
Plus Nonin 2500 

PalmSAT

Respironics 920M 
Plus Nonin 2500 

PalmSAT

Respironics 920M 
Plus Nonin 2500 

PalmSAT

Respironics 920M 
Plus Nonin 2500 

PalmSAT
Test Condition Overnight on 

CPAP
Overnight on 

CPAP
Overnight on 

CPAP
Overnight on 

CPAP
 FIO2/LPM Room Air Room Air Room Air Room Air

Oxygen

High SpO2 95% 98% 96% 98% -3%

Low SpO2 78% 75% 52% 81% -3%

ODI 31/hr 26/hr 43/hr 22/hr 9/hr

Pulse Rate

High PR 107 bpm 111 bpm 109 bpm 102 bpm 5 bpm

Low PR 60 bpm 70 bpm 34 bpm 64 bpm -4 bpm
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